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Device Infomation

Device Code: TC489 Type: Temperature

Serial Number: TCA201200033 Version: V1.5

Time Zone: UTC +00:00 Working status: Record

Trip Information
    Description:  

Configuration Infomation

Start Type:  Break Tab Sampling Interval: 0H 1M 

Start Delay: 0H 30M Led Flashing: 30 Seconds

 
 

Alarm Limit Alarm Delay Alarm Type Total Time Started Violations Status

T1 :Higher 8.0℃ 0H 30M Single 134D 20H 43M 08-Jun-2021 12:40:59 1 Alarm

T0 :Below 2.0℃ 0H 30M Single 0H 0M -- 0 OK

Alarm Zone
Duration Of The First 

Overtemper
Statistics Of The First 

Overtemper

T1 :Higher 8.0℃ 134D 20H 43M 0.0℃

T0 :Below 2.0℃ 0H 0M 0.1℃

 
Summary

Max: 36.0℃ Min: 14.2℃

Number of Samples: 0 Running Time: 0H -1M

Start Time: 08-Jun-2021 12:10:59 Last Sampling Time: 08-Jun-2021 12:09:59(UTC 
+00:00)


